A Chest-Laminated Ultrathin and Stretchable E-Tattoo for
the Measurement of Electrocardiogram, Seismocardiogram,
and Cardiac Time Intervals

Taewoo Ha, Jason Tran, Siyi Liu, Hongwoo Jang, Hyoyoung Jeong, Ruchika Mitbander,
Heeyong Huh, Yitao Qiu, Jason Duong, Rebecca L. Wang, Pulin Wang, Animesh Tandon,
Jayant Sirohi, and Nanshu Lu*

1. Introduction

Cardiovascular diseases (CVD) are the leading cause of death in the United States and cost the nation hundreds of billions of dollars each year. As a result, wearable devices are being developed to perform continuous cardiovascular monitoring for telemedicine and outpatients. Among all the cardiovascular signals, the best known is electrocardiogram (ECG), which indicates the electrical activity of the heart. Wearable devices such as Holter monitors have been developed to track ECG continuously. While ECG reflects myocardial conduction, myocardial contraction is characterized by mechanoacoustic signals. These signals provide important insights into cardiovascular health that complement those inferred from ECG. Typical mechanoacoustic signals of the heart include phonocardiogram (PCG, sounds made by the heart), seismocardiogram (SCG, local vibrations of the chest wall caused by a heartbeat),

Seismocardiography (SCG) is a measure of chest vibration associated with heartbeats. While skin soft electronic tattoos (e-tattoos) have been widely reported for electrocardiogram (ECG) sensing, wearable SCG sensors are still based on either rigid accelerometers or non-stretchable piezoelectric membranes. This work reports an ultrathin and stretchable SCG sensing e-tattoo based on the filamentary serpentine mesh of 28-μm-thick piezoelectric polymer, polyvinylidene fluoride (PVDF). 3D digital image correlation (DIC) is used to map chest vibration to identify the best location to mount the e-tattoo and to investigate the effects of substrate stiffness. As piezoelectric sensors easily suffer from motion artifacts, motion artifacts are effectively reduced by performing subtraction between a pair of identical SCG tattoos placed adjacent to each other. Integrating the soft SCG sensor with a pair of soft gold electrodes on a single e-tattoo platform forms a soft electro-mechano-acoustic cardiovascular (EMAC) sensing tattoo, which can perform synchronous ECG and SCG measurements and extract various cardiac time intervals including systolic time interval (STI). Using the EMAC tattoo, strong correlations between STI and the systolic/diastolic blood pressures, are found, which may provide a simple way to estimate blood pressure continuously and noninvasively using one chest-mounted e-tattoo.
and ballistocardiogram (BCG, a whole-body movement generated by the sudden ejection of blood into the vasculature). [6] PCG is measured by stethoscopes. SCG can be recorded using a digital accelerometer attached to the chest. [7, 8] BCG should be measured with a swing bed or a force sensor placed on a weighing scale. [6] These mecano-acoustic signals, although measured differently, all emerge from the mechanical activities of the heart.

Since epidermal electronics has been introduced, [9] many advances have been made in soft ECG electrodes. [10, 11] In contrast, there has been little progress in the development of soft SCG sensors. Although SCG can be measured by mounting commercial accelerometers on the human chest, [9] the thickness and rigidity of conventional accelerometers make them uncomfortable to wear and susceptible to the global inertial motion of the body. [7] Physical strapping or taping is also required to reduce the acoustic mismatch caused by the air gap between the rigid accelerometer and the skin. [7] To overcome this issue, Liu et al. proposed a soft and stretchable circuit using serpentine interconnects and elastomeric encapsulation to replace a rigid PCB. [7] While the soft circuit is already a big improvement over a rigid PCB, the accelerometer mounted on the soft circuit is still a 2-mm-thick rigid chip, and the fabrication relies on expensive photolithography and micro-transfer processes.

Other than conventional accelerometers, piezoelectric transducers can also detect SCG because they are able to convert mechanical motion to electric charges. [12] Passive sensing is a unique advantage of piezoelectric transducers since they can generate electric charges without external power supply. In fact, an unpatterned electromechanical film (EMFi, EMFIT Ltd, Finland) has been taped on the chest for SCG measurement. [13] However, the in-plane elastic stiffness of EMFi is 0.5–1 GPa [14] which is orders of magnitude higher than that of human skin (130 kPa to 20 MPa [15]). Although there have been stretchable piezoelectric devices based on patterned inorganic piezoelectric materials such as lead zirconate titanate (PZT) or zinc oxide (ZnO), [16] they are intrinsically brittle materials, expensive to produce, and even contain hazardous substance such as lead. In contrast, polyvinylidene fluoride (PVDF) is a commercially available piezoelectric polymer that is mechanically robust and biocompatible. Its Young’s modulus is 3.6 GPa hence unpatterned PVDF is not stretchable either. [17, 18] Stretchable electromechanical sensors or energy harvesters based on patterned PVDF have not emerged in recent years. For example, micropatterned PVDF membrane, [19] ribbon-like PVDF embedded in Ecoflex, [20] and PVDF islands interconnected by serpentine metal wires [21] have shown around a 30% stretchability, but their thinness and softness have not been explicitly determined. Several wearable sensors and energy harvesters have employed electrospun PVDF fibers, but electrodes could only be placed at the ends of the fiber bundles instead of along the full length of the fiber, [22] which compromises the electrical output and, subsequently, the sensitivity. So far, a low-cost, ultrathin, and skin-soft 28-μm-thick SCG sensor based on PVDF is still lacking.

Here, we propose to pattern commercially available metalized PVDF sheets into a filamentary serpentine (FS) network as an ultrathin and stretchable mecano-acoustic sensor, with special emphasis on its thickness, softness, stretchability, manufacturability, and sensitivity. The commercial PVDF sheet is 28 μm thick and comes pre-poled in the thickness direction. Although the PVDF modulus is 3.6 GPa, our previous studies revealed that orders of magnitude reduction in stiffness and maximum intrinsic strain could be achieved when stiff films are patterned into serpentine ribbons. [23] Of course, there is a tradeoff between softness/stretchability and sensitivity as modeled in our recent paper; [24] we will be studying this tradeoff carefully. We have also developed a cost-effective cut-and-paste method to pattern thin films such as metalized polymer sheets [10] as well as polymer-supported 2D materials [25] into serpentine shapes. By applying the cut-and-paste method to produce FS PVDF mesh, the ultrathin piezoelectric e-tattoo we created has a stretchability of more than 110% with a sensitivity of 0.4 mV per microstrain (με). To guide and validate the FS PVDF SCG sensor, a 3D digital image correlation (DIC) method was used to map the motion of the chest derived from respiration and the cardiac movement. If respiration induced movement can be decoupled from the cardiac movement induced chest vibration, the map can help identify the optimal sensing spot to mount the SCG e-tattoo. Furthermore, strain mapping of the chest with different types of SCG sensors can determine how the mechanical stiffness of the sensor substrate affects the sensitivity of the e-tattoo. As piezoelectric sensors are also susceptible to motions other than the cardiac movement, we also developed a dual PVDF sensor system for noise subtraction to combat the motion artifacts.

Our cut-and-paste fabrication method allows easy and rapid patterning and integration of multiple materials in one tattoo. By integrating stretchable PVDF vibration sensor with stretchable gold electrodes, we will present a dual-mode soft e-tattoo for synchronous electro- and mecano-acoustic cardiovascular (EMAC) sensing. The EMAC tattoo does not contain any rigid components and has a dimension of 63.5 mm \( \times \) 38.1 mm \( \times \) 0.122 mm, a total mass of 150 mg, a mass density of 0.5 g m\(^{-3}\), an effective modulus of 8.5 MPa, and a stretchability of 100%, which constitutes the thinnest and lightest EMAC sensing platform ever reported. It can be applied conformably and unobstructively on the human chest without acoustic impedance mismatch with the skin. The EMAC e-tattoo can measure high fidelity ECG and SCG simultaneously and synchronously, from which a rich variety of characteristic cardiac time intervals can be extracted. We found that among those time intervals, the systolic time interval (STI) has a strong negative correlation with blood pressure (BP). This prompted us to estimate BP beat-to-beat using the EMAC e-tattoo.

2. Results

2.1. SCG Measured by Stretchable Piezoelectric Tattoo, Accelerometer, and 3D DIC Method

The SCG e-tattoo is an ultrathin and stretchable vibration sensor based on a FS network of PVDF. A schematic of the SCG e-tattoo is shown in Figure 1a. A 28-μm-thick PVDF film with 80-μm- thick Cu-Ni electrodes on the top and bottom surfaces (piezo film sheets, TE Connectivity) was patterned into a FS mesh by a mechanical cutter plotter (Cameo, Silhouette) within minutes. The total size of the PVDF mesh is 38.1 mm \( \times \) 18.1 mm,
and the in-plane waviness defined by the serpentine width-to-radius ratio (w/R) is 0.4, with w = 0.5 mm and the joint angle α = 15°. The use of w, R, and α is following a convention of geometric parameters for serpentine. In contrast to our previous cut-and-paste method which used thermal release tapes,[10] a weakly adhesive transfer tape (TransferRite Ultra 582U, American Biltrite Inc.) was used as the temporary support to avoid thermal stress in PVDF. After patterning, the stretchable PVDF mesh was sandwiched by two 47-μm-thick stretchable medical tapes (Tegaderm, 3M) to avoid discharge through human skin. The whole cut-and-paste process (Figure S1, Supporting Information) is chemical- and mask/stencil-free and can be completed within 20 min. Figure 1b presents a photograph of the PVDF e-tattoo without and with tension. The FS network ensures both stretchability and compliance. To validate its functionality as an SCG sensor, we compared the PVDF e-tattoo with an accelerometer with a sensitivity of 100 mV g⁻¹ (Model 352C65, PCB Piezotronics). Both the e-tattoo and the accelerometer were attached to the chest of a human subject as displayed in Figure 1c. Filtered SCG signals simultaneously captured by the PVDF e-tattoo and the accelerometer (dorsal–ventral direction) are plotted in Figure 1d, which shows comparable waveforms and well-aligned peaks labeled as S1 and S2, where “S” stands for sound.

The location dependency of SCG has been debated discussed by several studies, yet no consensus has been reached. Most researchers placed accelerometers on the sternum,[26] while other studies suggested that left midsternal region could provide much stronger signals.[27] Lin et al. detected distinctive SCG waveforms in four different cardiac valve auscultation sites.[28] Although SCG monitoring using multiple sensors was also proposed,[29] the spatial resolution from a sensor array is not sufficient to generate a high-quality mapping, and the installation of a sensor array is arduous. Herein, we propose to use 3D DIC, a noncontact, high resolution, full-field surface deformation measurement method, to map chest vibration due to SCG and to identify the best location for SCG sensors. In fact, 3D DIC has been frequently used to investigate the mechanical properties of biological tissues[30] and skin deformation of human body.[31] But this is the first time that 3D DIC is applied for SCG measurement.

To carry out the 3D DIC measurement, we painted the chest of an adult male with a random speckle pattern and set up two high-speed cameras (Phantom Miro 310, AMETEK) to focus on the chest at an angle of 30° (Figure 1e). The cameras captured the surface of the chest for 16 s at 500 Hz frame rate while the subject was sitting still and breathing normally. Figure 1f shows the randomly speckled chest surface with a yellow box indicating the region of interest captured by the high-speed cameras. Three independent PVDF e-tattoos were attached at three different locations on the chest to determine the location dependency of SCG. They were oriented in the “radial”...
directions based on the postulation that the chest surface “inflates” and “deflates” similar to a balloon. The averaged out-of-plane displacement maps at S1 and S2 peak times are displayed in Figure 1g.h. The corresponding 3D displacement maps of one cardiac cycle are shown in Figure S3 (Supporting Information). Although different subjects showed slightly different peak locations for S1 and S2 (Figure S4a and S4b, Supporting Information), in general, we found that S1 is significant (~5 μm) around the left nipple area, while S2 appears to be strong (~3 μm) at a location much higher than the left nipple. Such location-specific amplitude is consistent with the cardiac valve auscultation sites as S1 is induced by mitral valve closure (MC) and S2 comes from aortic valve closure (AC).[32,33]

The raw and filtered out-of-plane displacement at a point near the top e-tattoo measured by DIC and the chest vibration near this point measured by the accelerometer are plotted together in Figure 1i for comparison. The raw displacement (red curve on the top of Figure 1i) contains both breathing and heartbeat induced chest vibrations (Figure S5, Supporting Information), but is dominated by breathing with an amplitude of ~1 mm at a frequency ~0.3 Hz. To extract the SCG signal from the raw displacement, a 4th order Butterworth filter with 12–40 Hz bandwidth was applied, which yielded the green curve in the middle of Figure 1i. Compared with the SCG measured by the accelerometer (blue curve at the bottom of Figure 1i), the DIC-measured SCG shows almost identical S1 and S2 peaks. Thereby, we have proved that the SCG signal could be extracted from the 3D DIC measurement even though it is only a few micrometers embedded in the millimeter-range breathing signals.

The location-dependent SCGs are revealed by both the DIC measurement (Figure 1j) and the e-tattoo measurement (Figure 1k). Figure 1j plots the out-of-plane displacements at three different chest locations close to the three e-tattoos highlighted in Figure 1f. Figure 1k plots the piezoelectric output from the three e-tattoos. It is clear that Figure 1j,k are comparable regarding the relative amplitude of S1 and S2 at different locations—S1 is the strongest at the bottom e-tattoo and reasonably strong at the middle e-tattoo while S2 is visible at the top and middle e-tattoos but not the bottom one. Such an observation is consistent with the S1 and S2 maps offered in Figure 1g,h, respectively. In this regard, the middle e-tattoo is the best location for SCG as both S1 and S2 are distinctively measurable.

The correlation of S1 and S2 peak times measured by DIC, e-tattoo, and accelerometer is revealed in Figure 1l. The top panel plots the peak times measured by DIC as functions of those measured by accelerometer and the bottom panel is e-tattoo versus accelerometer. Perfect correlation was found in both plots, confirming that all three methods are valid for SCG measurements. But considering the DIC method is not mobile and accelerometer is rigid, PVDF e-tattoo exhibits some unique advantages such as thinness, softness, wearable, and passive sensing. In the following sections, we will investigate the PVDF e-tattoo performance in detail.

2.2. PVDF E-Tattoo Characterization

According to the manufacturer datasheet (Table S1, Supporting Information), the in-plane Young’s modulus and strain sensitivity of the as-purchased PVDF film are 2–4 GPa and 12 mV per microstrain (με), respectively.[17] To obtain accurate material properties, we performed our own mechanical and electromechanical characterizations using a RSA-G2 dynamic mechanical analyzer (DMA) and a Rigol digital multimeter (DMM), as illustrated in Figure 2a. To measure the

---

**Figure 2.** Electromechanical characterization of the PVDF e-tattoo. a) A schematic of a PVDF e-tattoo subjected to tensile test with in situ electrical measurements. b) Photographs of a PVDF e-tattoo under tensile test, from 0% to 30%. c) Stress–strain curves of three different PVDF e-tattoos, whose slope suggests the effective modulus to be 8.5 MPa. d) The measured electrical resistance versus tensile strain curves indicate the stretchability of a straight PVDF ribbon to be 5.8% (black) and a filamental serpentine (FS) PVDF network to be 112.9% (red). e) Voltage output from the FS PVDF e-tattoo under 5 Hz sinusoidal strain amplitude from 0.01% to 1%. f) Experimental (red) and FEM (black) results of compensated peak-to-peak voltage output with respect to peak-to-peak applied strains.
electromechanical response of PVDF, we adopted the oscillation mode of the DMA and conducted a cyclic test. Meanwhile, the electrical output of the PVDF sample was collected by an NI DAQ (NI-6225, National Instruments). Since the PVDF sensor has a high output impedance, a voltage follower (Figure S6b, Supporting Information) was connected between the PVDF sensor and the DAQ. A 1 GΩ resistor was placed right before the voltage follower to remove the low-frequency fluctuation by coupling with the capacitance of PVDF. Details of the characterization methods can be found in the Experimental Section. It is important to mention that the PVDF is uniaxially stretched during the manufacturing process. This makes it electrically orthotropic in-plane; however, it remains mechanically isotropic under small strains.[34] We confirmed that the PVDF film in-plane Young’s modulus is 3.6 GPa in both directions (Figure S6a, Supporting Information). Its electromechanical sensitivity was measured to be 11.1 mV per με in the stretching direction but only 1.1 mV per με in the transverse direction, which was not available in the datasheet.[17]

Therefore, when the FS PVDF is patterned with longitudinal direction aligned with the stretching direction as shown in Figure S6c, it is more sensitive to strains in the longitudinal direction than the transverse direction.

Properties above were measured for unpatterned PVDF sheets. After patterning the sheet into a FS network, the mechanical and electromechanical behavior will change drastically. In the following paragraphs, we will characterize and model the PVDF e-tattoo, which consists of a FS PVDF network on a 3M Tegaderm tape. The modulus, stretchability, and electromechanical sensitivity were measured using the setup displayed in Figure 2a,b. Figure 2c presents the strain–stress curve of the FS PVDF e-tattoo and the effective modulus $E_1$ is determined to be 8.5 MPa, which is only 0.24% of the unpatterned PVDF membrane. Stretchability can be determined by the critical strain at which the electrical resistance increases drastically during stretch.[35] Accordingly, Figure 2d shows that the FS PVDF has a stretchability of 112.9%, which is about 20 times higher than that of a straight PVDF ribbon (5.8%). In addition, a device with such structure can be stretched about 10 000 times at 20% applied strain without losing its functionality.[10]

Although FS PVDF demonstrates an enhanced compliance and stretchability compared with its linear counterparts, its electromechanical sensitivity is compromised. We measured the output voltage across the thickness direction at different strain levels. Figure 2e plots the amplitude of the output voltage generated from an FS PVDF when stretched by five different strain amplitudes, ranged from 0.01% to 1%, at 5 Hz oscillation. Plotting measured peak-to-peak voltage ($V_{pp}$) as a function of peak-to-peak applied strain ($\varepsilon_{pp}$) in Figure 2f as red open markers indicates a linear relationship between the two.

To fully understand the electromechanical behavior of piezoelectric serpentes, we also performed finite element modeling (FEM) using the commercial FEM software ABAQUS. The modeling procedure is described in the Experimental Section, and the input material properties were those measured in-house. The output voltage can be calculated based on the stress distribution using the following equation

$$V = \frac{h}{\varepsilon_1 A} \int_{\Delta} \sigma_j \, dS$$

where $A$ represents the total area covered by the electrodes, $h$ is the thickness of the PVDF film, and $\varepsilon_1$ is the out-of-plane permittivity of the PVDF film, which was calculated to be 90.31 pF m$^{-2}$ based on our capacitance measurement. Plotting the measured raw and properly compensated peak-to-peak output voltages (red) along with those independently computed by FEM (black) in Figure 2f, we found a good agreement between the two. The slope of Figure 2f indicates the electromechanical sensitivity of the FS PVDF e-tattoo to be 0.4 mV per με, which is only 3.6% of the sensitivity in the stretching direction and 36% of that in the transverse direction of straight PVDF ribbons. As a piezoelectric material, PVDF generates electrical charges out of mechanical stress. Since a serpentine is a well-known stress-relieving structure, the voltage output is expected to be much lower than its linear counterpart. Therefore, high compliance and stretchability of the FS PVDF mesh are achieved at the cost of electromechanical sensitivity.

For the application of measuring SCG by a tattoo-like vibration sensor attached to the chest, high compliance of the sensor is essential to reduce mechanical constraint, chaffing, and acoustic impedance mismatch on the skin. Therefore, we adopted the FS PVDF as our SCG sensor for its softness, stretchability, and low mass density, which are comparable to the stratum corneum of human skin.[36] Despite the compromised sensitivity, the FS PVDF e-tattoo can measure high-fidelity SCG from the chest, as confirmed in Figure 1k,l.

### 2.3. Substrate Effects on Skin Deformation and Device Sensitivity

If the FS PVDF sensor is supported by a stiff substrate, it is expected to constrain skin deformation and lower the sensitivity of the sensor. To investigate the effects of the substrate stiffness, the 3D DIC method was used again to visualize maximum principal strains on skin surface. Figure 3a shows three representative types of FS PVDF sensors: no substrate, 47-μm-thick Tegaderm (modulus of 7 MPa), and 50-μm-thick polyethylene terephthalate (PET) (modulus of 2.5 GPa). A thin layer (=1 μm) of rosin-based adhesive (De-Hesive Spray, Cramer) was applied between all the sensors and the skin for mechanical adhesion and electrical insulation. Three DIC measurements were carried out for the three different types of sensors. For each DIC measurement, three FS PVDF sensors of the same type were attached to three specific locations: top, middle, and bottom as labeled in Figure 1f. Synchronous DIC and PVDF measurements were carried out for 16 s at 500 Hz. Figure 3b plots the SCG signals captured by the three different types of the PVDF sensors at the Middle location. It is evident that the sensor without a substrate exhibits the largest SCG amplitude, followed by the sensor with a Tegaderm substrate. The PVDF sensor with PET substrate could not measure a useful SCG signal because the in-plane strains of the chest are barely transferred to the sensor when the sensor is significantly stiffer than human skin.[37]
Strain maps obtained by 3D DIC can directly quantify the substrate effects. Figure 3c–e displays the maximum principal strain maps within the frequency range of SCG (12–40 Hz). It is evident that the strain over the no-substrate sensor blends in with the natural strain fields of the skin whereas the PET-supported sensor shows clear mechanical constraints on the skin.

The substrate effects on device sensitivity were further investigated by FEM. For each type of substrate, the measured SCG induced peak displacements of the Middle sensor was entered in an FEM model as the boundary conditions. The maximum principal strain distribution of the three different types of FS PVDF sensors is depicted in Figure 3f–h, from left to right: no substrate, Tegaderm, and PET. Without any fitting parameter, our FEM estimated the corresponding output voltages of the FS PVDF sensors to be 2.74, 2.20, and 0.86 mV, respectively, which agree well with the experimentally measured voltage outputs shown in Figure 3b. This finding proved that first, SCG induced chest surface strain is only a few micro strains; second, we fully understood the substrate effects and hence are able to predict the sensor output given substrate stiffness. In summary, the substrate for the FS PVDF vibration sensor should be as soft as possible to allow for skin deformation because its sensitivity would diminish otherwise. Although the FS PVDF sensor with no substrate demonstrates the best sensitivity, it may not be the easiest to handle and apply. Therefore, we choose the Tegaderm-supported FS PVDF sensor as the vibration sensing e-tattoo considering its sensitivity is only 20% lower but much easier to use.

2.4. Dual-PVDF-Sensor for Motion Artifact Cancellation

Although we have demonstrated that a single PVDF e-tattoo can pick up both S1 and S2 from the “middle” position while the subject stays still, the piezoelectric sensor is, however, sensitive to all kinds of body motion. In principle, motion artifacts or power noises outside of the signal frequency range are easy to remove by filtering. The section labeled as “REST” in
Figure 4 shows an example of signal processing. Corrupted by the 60 Hz power noise, the SCG waveform is unrecognizable from the raw signal measured by the FS PVDF sensor. In this case, the SCG waveform can be extracted from the raw signal using a band-pass filter from 12 to 40 Hz. However, noise within such frequency range is almost inseparable by conventional filters. As observed in the section labeled as “MOTION” in Figure 4a, during which time the subject was shaking his left leg. In this case, the motion artifacts can no longer be removed with the same filter. The phenomenon can be explained by Figure 4b. After applying fast Fourier transform (FFT) to the filtered “REST” and “MOTION” data, the peak power of the “MOTION” data falls in the frequency band of SCG, with 200 times higher power than that of the SCG signal.

Different approaches have been introduced to resolve this issue through digital processes such as smoothing,[38] adaptive filtering,[39] threshold algorithm,[40] etc. Recently, Yang et al. suggested a hardware approach to cancel the motion artifact using a dual-accelerometer system.[39] According to this paper, when two accelerometers are placed at different locations on the chest, SCG detected from the two accelerometers are slightly different, while motion artifacts from two accelerometers are highly identical. When signals measured by the two accelerometers are subtracted, the motion artifacts can be effectively reduced such that the SCG features can emerge. From our DIC results, we’ve also found that the SCG waveforms vary with locations on the chest, which is a visual confirmation of such findings. Instead of using accelerometers, we attached two FS PVDF sensors (“upper” and “lower”) 1 cm apart near the Middle position for motion cancellation as shown in Figure 4c. A muscle-stimulating device (Rechargeable TENS Unit Muscle Stimulator, AUVON) was attached to the left leg of the subject to generate a 10 s consistent leg shaking motion of which the frequency is within 12–40 Hz, which overlaps with the frequency range of SCG. Figure 4d plots signals measured by the two PVDF sensors and their difference during the experiment, all of which are after the band-pass filter (12–40 Hz). Compared to signals from individual sensors, the differential signal shows the cleanest SCG waveforms during the motion period. Signal envelopes are plotted in Figure 4e: the upper sensor in the top panel, the lower sensor in the middle panel, and the subtracted signal in the bottom panel. In each panel, the SCG envelop during the rest period is plotted in black and during motion is plotted in orange. It is obvious that the rest and motion envelopes are drastically different for individual sensors (top and middle panels) but become very comparable in both amplitude and frequency after subtraction (bottom panel). The performance of the single and the dual sensor systems can also be quantitatively evaluated by signal-to-noise ratio (SNR) offered in Figure 4f. We use $S_r$ and $S_m$ to denote the power of the actual SCG signal within 12–40 Hz during the REST and MOTION period, respectively. Then we know $S = S_r = S_m$ as the two SCG signals were recorded from a single experiment. Here we assume the REST period does not have any noise within 12–40 Hz while the MOTION period has the noise within 12–40 Hz. Thus, the pure $S$ can be derived from calculating the power of the rest period within 12–40 Hz. Then, the noise power $N_i$ and the SNR value of each period can be calculated as follows

$$\text{SNR} (\text{dB}) = 10 \log_{10} \left( \frac{S}{N_i} \right)$$

where $P_i$ is the total power of each period. The SNRs during REST and MOTION periods for individual sensors with Tegaderm and PET substrates and the dual sensor system are plotted together in Figure 4f for comparison. At the individual
sensor level, it can be easily concluded that: i) at a given period (REST or MOTION), sensors with Tegaderm substrate have a higher SNR than sensors with PET substrate (see Figure S7, Supporting Information for more details), which can be attributed to the substrate effects as discussed in Figure 3; ii) signals measured during MOTION periods always suffer from significantly lower SNRs compared with REST periods; iii) the negative SNR for a single sensor with PET substrate under motion indicates that SCG is undetectable in this case. Here the result of the dual sensor noise cancellation with PET substrate was provided instead of with Tegaderm substrate to prove the dual sensor system can restore the SCG signal even for the severe motion noise due to the stiff substrate. The performance of the dual sensor system is distinctly different in the sense that the SNRs during the MOTION periods can be comparable with that during the REST periods. In conclusion, because of the location-dependent nature of SCG, differential SCG signal using a dual sensor system exhibits reduced motion artifacts compared to an individual sensor. This study hence paved the way for ambulatory SCG monitoring using soft e-tattoos.

2.5. EMAC Sensing E-Tattoo

Integrating a pair of FS Au electrodes and one FS PVDF vibration sensor on one piece of Tegaderm can result in an EMAC sensing e-tattoo of much higher medical value than the individual sensors. We designed the FS Au electrodes (100 nm thick Au on 13-μm-thick PET) to have the same serpentine characteristics as the FS PVDF vibration sensor. Two Au electrodes 3 cm apart can be first cut-and-pasted on the Tegaderm followed by cutting-and-pasting the FS PVDF in between the Au electrodes. The detailed manufacturing process is illustrated in Figure S8 (Supporting Information). A picture of the EMAC e-tattoo is presented in Figure 5a. The in-plane dimension of the tattoo is 63.5 mm × 38.1 mm, the total thickness, including the double layer Tegaderm, is 122 μm, and the total mass is 150 mg excluding FFC. The stretchability of the EMAC e-tattoo, limited by the FS Au/PET, is about 100% (Figure S9, Supporting Information), while the effective modulus is 8.5 MPa, similar to the FS PVDF vibration sensor. When laminated on human skin, its deformation was compatible with the skin just like a temporary tattoo as illustrated in Figure 5b. Even after severe skin deformation, the device remained fully functional without delamination, slippage, or mechanical failure. The stretchable EMAC e-tattoo can be mounted on human chest as shown in Figure 5c. The inset shows a magnified view of the tattoo on the skin. We placed the tattoo according to our previous discovery in Figure 3 that the left edge of the middle of the sternum offers both reasonable S1 and S2.[26] Figure 5d displays synchronously measured ECG (black) and SCG (red) signals by the tattoo after signal processing. The DAQ and signal processing will be described with more details in the next section. The P, Q, R, S, and T peaks of the ECG, and the MC, AO (aortic valve opening), AC (aortic valve closing), and MO (mitral valve opening) peaks of the SCG waveforms are labeled in Figure 5d. A Wiggers diagram (Figure S10, Supporting Information), which illustrates major cardio-physiological events and their corresponding peaks in ECG and PCG,[41] clearly tells that the R peak of the ECG is the signature of the closure of the mitral valve[32] and the onset of 2nd PCG feature reflects the closure of the aortic valve, which is identical to the AC peak of SCG.[33] In Figure 5d, we find that the R peak of the ECG and the MC peak of the SCG are almost aligned, but the R peak is much easier to extract as it is the highest peak in ECG whereas the MC peak is neither aligned with S1 nor S2. Many characteristic times and intervals of the cardiac mechanics can be determined from this plot.[32,33] From
Nevertheless, these mechanoacoustic sensors were capable of continuous BP estimation using bioimpedance sensors, and wearable ultrasound sensors are also emerging in recent years. However, all previous sensors involved rigid components such as MEMS accelerometers, rigid metal electrodes, and piezoelectric ceramics. Herein, we want to demonstrate that our soft EMAC sensing tattoo is capable of continuous BP estimation. So far, quite a few papers have mentioned the correlation between the STI and BP. Tang and co-workers have noticed a strong negative correlation between systolic blood pressure (SBP) and diastolic blood pressure (DBP) were measured by SOMNO while beat-to-beat RAC intervals were measured by our EMAC e-tattoo via LabView.

Four subjects were recruited for the tests, and the result from one of the four is displayed in Figure 5e,f. Figure 5e shows the linear correlation between BP and RAC. Pearson’s correlation coefficients are labeled as R in the plots. Our results suggest that both SBP and DBP have reasonable negative correlations with RAC, but the fitting parameters and correlation coefficients vary from individual to individual and also from posture to posture. After obtaining the calibration equation for each subject, we can calculate their BP out of the measured RAC in independent Valsalva maneuver experiments. Figure 5f presents BP estimated by the EMAC e-tattoo (red) versus SOMNO (black). Data during the Valsalva maneuver was omitted as both the SOMNO and SCG signals suffered from excessive noise induced by body shivering, as evident in Figure S11 (Supporting Information). When the subject is at rest, Figure 5f shows reasonably good agreement between the SOMNO and the tattoo. Recognizable mismatches are likely derived from motion or slight posture change. Results from other three subjects are offered in Table 1 and Figure S12 (Supporting Information).

To determine if there is a unified correlation between BP and RAC for a group of people, we compiled data for all four subjects in Figure S13 (Supporting Information) and listed their R values in Table 1. Both the compiled SBP to RAC and the compiled DBP to RAC show a correlation. We also confirmed that the heart rate (HR; Figure S14, Supporting Information) and the pulse blood pressure (PBP), which is the difference between SBP and DBP, is less pertinent to RAC. Note that we could not derive master fitting equations for BP estimation from the compiled SBP-RAC plot as there is a huge difference between the overall and individual fitting parameters. Thus, the inference is that there is a unique relationship between RAC and BP for each individual at a given posture, and calibration for each individual will be necessary, just like the SOMNOtouch NIBP.

Dynamic variation of BP and HR can be observed during such tests. In our experiment, each subject was asked to perform the Valsalva maneuver in a sitting posture. The SOMNO and the e-tattoo data acquisition was started simultaneously. After 30 s of rest with normal breathing, the subject executed the Valsalva maneuver for 30 s, followed by a minute of relaxation with normal breathing. Several Valsalva maneuver experiments were repeated with at least a 10-min break in between for each subject. During those experiments, beat-to-beat SBP and diastolic blood pressure (DBP) were measured by SOMNO while beat-to-beat RAC intervals were measured by our EMAC e-tattoo via LabView.

Table 1. Pearson’s correlation coefficients for three different pairs of parameters of four different human subjects.

<table>
<thead>
<tr>
<th>Subject</th>
<th>SBP, RAC</th>
<th>DBP, RAC</th>
<th>PBP, RAC</th>
</tr>
</thead>
<tbody>
<tr>
<td>Subject 1</td>
<td>-0.754</td>
<td>-0.851</td>
<td>-0.618</td>
</tr>
<tr>
<td>Subject 2</td>
<td>-0.672</td>
<td>-0.845</td>
<td>-0.24</td>
</tr>
<tr>
<td>Subject 3</td>
<td>-0.814</td>
<td>-0.863</td>
<td>-0.471</td>
</tr>
<tr>
<td>Subject 4</td>
<td>-0.848</td>
<td>-0.872</td>
<td>-0.823</td>
</tr>
<tr>
<td>Average</td>
<td>-0.772</td>
<td>-0.858</td>
<td>-0.538</td>
</tr>
</tbody>
</table>
3. Discussion

A hair thin, skin soft, and highly stretchable PVDF vibration sensing e-tattoo is created for high fidelity SCG monitoring. Using the 3D DIC method, the chest deformation was fully mapped and analyzed. Based on the displacement map at S1 and S2 peaks, we found the left edge of middle of the sternum is the optimal spot for SCG sensors. The study on the substrate stiffness reveals that a low elastic mismatch between human skin and the e-tattoo is desirable for high sensitivity. We also proved that motion artifacts are removable through a dual sensor setup by virtue of the inhomogeneity of SCG waveforms. Integrating Au electrodes and PVDF vibration sensors on one substrate, we created an e-tattoo for electromechanoacoustic cardiovascular (EMAC) sensing, which can simultaneously measure ECG and SCG. Such synchronous measurement affords the extraction of many characteristic cardiac time intervals among which the systolic time interval (STI) is found to have a strong negative correlation with BP. Hence the EMAC sensing tattoo also offers a possibility for continuous and unobstructive BP estimation. This stretchable and wearable EMAC sensing tattoo may also be useful in other medical settings where mechanoaoustic signatures are important, such as obstructive sleep apnea. Moreover, the EMAC e-tattoo can be potentially used for measuring systole during resting and exercise to diagnose coronary artery disease.[31]

In future work, wireless devices such as NFC or Bluetooth would be integrated which allow the EMAC sensing tattoo to be used for practical ambulatory applications.

4. Experimental Section

Fabrication of Filamentary Serpentine PVDF Vibration Sensor: Figure S1 (Supporting Information) illustrates the fabrication procedure using the cut-and-paste method,[10] which constitutes four major steps: i) placing the as purchased PVDF film on a weak adhesive transfer tape; ii) cutting the film by a mechanical cutter plotter; iii) removing extraneous parts; iv) transferring remaining filamentary serpentine (FS) mesh to a target adhesive substrate. A more detailed procedure is the cut-and-paste method, [10] which constitutes four major steps: i) placing the as purchased PVDF film on a weak adhesive transfer tape; ii) cutting the film by a mechanical cutter plotter; iii) removing extraneous parts; iv) transferring remaining filamentary serpentine (FS) mesh to a target adhesive substrate. A more detailed procedure is described as follows. An electrode 28.4 µm thick PVDF film (piezo film sheets, TE connectivity) was attached to a 100 µm thick weak adhesive transfer tape (TransferRite Ultra 582U, American Biltrite Inc.) backed by a supporting film (350 GSM, Inkpress Media) (Step 1). Within several minutes, the PVDF film was carved by a mechanical cutter plotter (Camoe, Silhouette) with designed patterns. For optimal cutting quality, the blade setting in the software (Silhouette Studio) was established with 5 in blade exposure, 1 in cutting speed, and 3 in depth. Due to the weak adhesion of the transfer tape, extraneous parts of the PVDF film can be manually peeled off by tweezers after the cutting, leaving only the FS mesh on the weak adhesive transfer tape (Step 2). Then, the mesh was transferable to the target substrate (Tegaderm tape, 3M), due to the significantly different adhesive forces of the tapes: 2.2 N/25 mm @ 90° for the transfer tape and 35.6 N/60 mm for the Tegaderm tape (Step 3).

Before and after the FS PVDF was transferred, a pair of rectangular Au/PET connectors in the size of 25.4 mm × 3.81 mm backed by a self-adhesive laminating sheet (Avery) was attached to the Tegaderm to extend the top and bottom electrodes of the PVDF for the connection with a flat flexible connector (FFC, Clincher Flex Connectors, Amphenol FCI) (Step 4). Finally, a 2nd Tegaderm layer was applied to encapsulate just the FS PVDF to prevent the direct contact of the PVDF electrode with human skin (Step 5).

Fabrication of EMAC Sensing Tattoo: Figure S8 (Supporting Information) illustrates the fabrication procedure for the EMAC sensing tattoo. A 76.2 mm × 50.8 mm large 100 nm Au on 12.5 µm PET bilayer was cut-and-pasted on the Tegaderm tape (Steps 1–4). Then, an Au/PET connector was placed to the Tegaderm with Au facing up (Step 5) for the bottom electrode extension of the to-be-pasted FS PVDF. In the same manner above, a FS PVDF was patterned from an electrodeposition PVDF film (Steps 6 and 7). After the FS PVDF sensor was transferred (Steps 7 and 9), two more Au/PET connectors were added such that the two ECG electrodes and the top electrode of PVDF can be connected to the FFC (Step 10). Finally, the FS PVDF was encapsulated by a 2nd Tegaderm layer (Step 11). Dimension of the final EMAC e-tattoo was 63.5 mm × 38.1 mm × 0.122 mm.

Measuring PVDF Elastic Properties: The PVDF datasheet provides the in-plane elastic stiffness constant (C11) of PVDF to be 2–4 GPa. To obtain an accurate value of C11 and to examine whether there is orthotropy in stiffness, uniaxial tensile tests were carried out using a RSA-G2 DMA. Two sets of straight and freestanding PVDF ribbons of size 36 mm × 2.25 mm were prepared by cutting along the two orthogonal directions of the commercial PVDF sheet. Each set, containing three ribbons, was subjected to five cycles of uniaxial loading–unloading up to a strain of 0.8% in a loading rate of 0.05 mm s⁻¹. The loading history of one of the ribbons is plotted in Figure S6a (Supporting Information). It was found that the measured moduli of all six specimens were similar, which confirmed that this commercial PVDF sheet is at least transversely isotropic. The C11 was obtained to be 3.60 ± 0.12 GPa from the slope of this curve.

To characterize the dielectric constant of the commercial PVDF sheet, an LCR meter was used (3532-50 LCR HITESTER, Hioki) and the capacitance of a 1 cm × 1 cm PVDF square was measured to be 324 pF. Hence the capacitance per area is 324 pF cm⁻². According to the parallel-plate capacitance equation \( C = \varepsilon A/h \), where \( h = 28 \) µm is the thickness of the PVDF, the out-of-plane permittivity \( \varepsilon_0 \) of PVDF film could be calculated to be 90.3 pF m⁻¹.

Stiffness and Stretchability of FS PVDF Sensor: The effective modulus of the FS PVDF sensor and EMAC sensing tattoo is obtained by performing a uniaxial tensile test on the tattoo, which turned out to be 8.5 MPa according to the stress–strain curve given in Figure 2c. The overall stretchability of the EMAC sensing tattoo can be determined from Figure S9 (Supporting Information), which shows that the FS Au/PET network is stretched at 100% whereas the FS PVDF ruptured beyond 112.9%. Such stretchability of the FS network comes from the tortuous serpentine design with nonzero joint angles.

Electromechanical Behavior of PVDF Ribbons: The setup to measure the electromechanical behavior of a straight PVDF ribbon and a FS PVDF strain sensor is described in Figure 2a. The output voltage across the thickness of the samples was measured during the mechanical deformation. Each sample was prestretched by a strain of 0.3% and oscillated with an amplitude of 0.2% at a frequency of 1 Hz for 30 s. The experiment was repeated three times for each sample. Due to the high output impedance of PVDF, a voltage follower consisting of an operational amplifier (AD548, Analog Devices) with a high input impedance was used. When calculating the output voltage, the clamped parts of the PVDF sample should be accounted for because \( V_{in} = Q_a/(C_a + C_c) \), where \( V_{in} \) is the measured voltage, \( Q_a \) is the charge generated from the freestanding region, and \( C_a \) and \( C_c \) are the capacitance of the active (red colored in Figure S6d of the Supporting Information) and the clamped (gray colored in Figure S6d of the Supporting Information) parts, respectively. To obtain the genuine output voltage from the active region, \( V_a \) compensation factor \( f = (C_a + C_c)/C_a \) should be multiplied to \( V_{in} \), i.e., \( V_a = V_{in}(C_a + C_c)/C_a \). As the thickness and the relative permittivity of the active and clamped PVDF parts are identical (i.e., neglecting the clamping force induced thickness change), \( f \) can be simplified as \( f = (A_a + A_c)/A_a \). From the given geometry of the straight PVDF ribbon and the FS PVDF strain sensor, we calculated the compensation factors for each sample to be \( f_{ST} = 2.49 \) and \( f_{FS} = 1.15 \).
The piezoelectric coefficients ($d_{31}, d_{33}$) were measured by cyclic uniaxial tests. Two sets of straight PVDF ribbons cut in orthogonal directions were prepared to validate the orthotropy of PVDF electromechanical properties. The piezoelectric coefficient can be obtained using the following equation

$$d_{3j} = \frac{e_j V}{C_{33} \Delta s_j} \tag{3}$$

where $V$ is the output voltage across the thickness of the PVDF corresponding to the applied strain $s$. Using an applied strain of ±0.2%, the output voltage was measured by a DAQ board (NI-6225, National Instruments) via a voltage follower circuit (Figure S6c, Supporting Information) and found to be 44.46 V after proper compensation for the clamped region (Figure S6d, Supporting Information). Thus, $d_{31}$ was computed to be 10 pC N$^{-1}$ according to Equation (3), which is very different from the value listed in the datasheet (23 pC N$^{-1}$). In the same way, $d_{33}$ was found to be about 1 pC N$^{-1}$, which is 1/10 of $d_{31}$. PVDF properties reported by the datasheet and measured ourselves are compared in Table S1 (Supporting Information). Instead of using the properties reported by the datasheet, we used measured PVDF properties as the inputs in all of our FEM analyses.

**FEM of the PVDF Electromechanical Behavior.** Commercial FEM software ABAQUS v6.14 to simulate the output voltage, electric displacement, and mechanical deformation of the FS PVDF strain sensor under uniaxial stretching was used. The FEM models had the same geometries and measured electromechanical properties as described previously. The FS PVDF model was sandwiched between two 47 μm thick Tegaderm layers with widths of 8 mm. Perfect bonding between PVDF and Tegaderm in FEM was assumed. The Young’s modulus of Tegaderm was set to be 7 MPa according to the previous measurements. Poisson’s ratios for PVDF and Tegaderm were 0.34 and 0.49, respectively. The electric potential of one metalized surface was set to be 0 (grounded), while that of the other metalized surface was set to be an unknown constant. Regarding the mechanical boundary conditions, one end of the FS PVDF was clamped whereas the other end was uniformly pulled up to 2%. The simulated output voltages are plotted as black dots in Figure 2f. No buckling was observed within the range of the applied strains because Tegaderm suppressed the out-of-plane displacement.

FEM for skin-mounted FS PVDF vibration sensors with different substrates to reveal the substrate effect was also performed. The displacement data at S1 and S2 acquired from the 3D digital image correlation (3D DIC) method was averaged and applied as boundary conditions in the FEM. In this case, the skin is assumed to be a bilayer substrate with 175 μm thick epidermis of 100 kPa modulus and 1.825 mm thick dermis of 20 kPa modulus. The FS PVDF was attached on the dermis. In one model, there was no substrate covering the FS PVDF. In the other two models the FS PVDF were covered by Tegaderm (7 MPa) and PET (2.5 GPa). Twelve grid points spaced 4.79 mm were assigned on the surface of the epidermis, where 4.79 mm is the spatial resolution of the 3D DIC. The DIC measured displacement data was fitted to be a polynomial function and applied at the surface of the epidermis as boundary conditions. The electrical boundary condition was the same as aforementioned straight PVDF ribbons.

**3D DIC for SCG Measurement:** A subject was properly located in front of two high-speed cameras (Phantom Miro 310, Vision Research). The distance between the subject and the cameras was ~55 cm, and the angle between the cameras was 30°. Random black speckles were painted on the surface of the chest by a metal pet brush (Figure S2a, Supporting Information). The subject wore sunglasses to avoid any ocular damage from the LED panel light, which was used to increase the contrast of the target surface and thus improve the quality of the DIC measurement. Before recording, the spatial configuration was calibrated using a two-level calibration plate (Figure S2b, Supporting Information). The captured images were processed by software (StrainMaster, LaVision) to extract 3D displacement and in-plane principal strain fields of the chest. The displacement vector and the in-plane principal strain value were mapped into a 2D array of coordinate points within the area of 200 mm × 180 mm, where the distance between each coordinate point was 4.79 mm.

**Data Acquisition and Signal Processing:** The experimental measurements involved the synchronous measurements of ECG and SCG by the EMAC sensing tattoo, an independent measurement of SCG by a commercial accelerometer (ADXL335, Analog Devices), and an independent continuous BP estimation by a commercial SOMNOtouch NIBP. The SOMNO estimates beat-to-beat BP through the PTT method, which requires three gel electrodes on the chest for one channel ECG and one rigid photoplethysmogram (PPG) sensor clipped on the index finger. Before each use, the SOMNO was calibrated using an FDA approved commercial sphygmomanometer (EW3153 Upper Arm Blood Pressure Monitor, Panasonic). Synchronization among different DAQ systems was ensured by aligning the starting time recorded by each device. A diagram for EMAC sensing and BP estimation is displayed in Figure S15a (Supporting Information). Raw EEG signals sensed by the Au/PET electrodes on the tattoo were passed through the instrumentation amplifier (AD627A, Analog Devices), which is widely used for its advantages of large common mode noise reduction and high input impedance (Figure S15b, Supporting Information). The ECG and SCG signals were both acquired by a multichannel NI-6225 DAQ box. After collecting 5 beats of ECG and SCG, the signals were filtered by 4th order Butterworth band pass filters with the range of 2-40 Hz for ECG and 12-40 Hz for SCG, respectively (Figure S15c, Supporting Information). Raw and processed ECG and SCG signals from the EMAC tattoo and the accelerometer are plotted in Figure S16 (Supporting Information). To calculate the RAC intervals out of filtered ECG and SCG signals, R peaks from ECG signals were first collected because of their uniqueness. Based on the time of an arbitrary R peak, next R peak within 0.27 s (calculated from the maximum possible human heart rate, 220 bpm) were neglected. For each detected R peak, the corresponding S1 peak was excluded and only the S2 (i.e., AC) peak was picked up from a period of SCG. Subsequently, beat-to-beat RAC intervals were attainable, as described in Figure S17 (Supporting Information). For accurate measurement, mean values of RAC intervals over 5 heartbeats were calculated (Figure S18, Supporting Information) using a moving window.

**Experiments on Human Subjects:** Experiments on human subjects were conducted with the approval from the Institutional Review Board of the University of Texas at Austin (Study number: 2015-05-0024), and the consents of all subjects.

**Supporting Information**

Supporting Information is available from the Wiley Online Library or from the author.

**Acknowledgements**

This work was supported by the Young Investigator Program (YIP) of Office of Naval Research (ONR) under Grant No. N00014-16-1-2044, the YIP of Air Force Office of Scientific Research (AFOSR) under Grant No. FA9550-15-1-0112, the National Science Foundation Grant CNS-1738293, and the Dell Medical School’s Texas Health Catalyst Program. Dr. Tandon acknowledges the Thrasher Research Fund Early Career Award; the National Institutes of Health under award number UL1TR001105; the UT Southwestern Cary Council/Docs Award, the Pogue Family Distinguished Chair in Pediatric Cardiology via Dr. Gerald Greil, and the Pogue Family Foundation Master Clinician in Pediatric Cardiology via Dr. Thomas Zellers. The content is solely the responsibility of the authors and does not necessarily represent the official views of any of the funding agencies.
Conflict of Interest

The authors declare no conflict of interest.

Keywords

blood pressure, cardiac time intervals, digital image correlation, epidermal electronics, e-tattoos

Received: February 6, 2019
Revised: April 1, 2019
Published online:

[95] M. Di Rienzo, P. Meriggi, E. Vaini, P. Castiglioni, F. Rizzo, Annual Int. Conf. of the IEEE on Engineering in Medicine and Biology


Supporting Information

for Adv. Sci., DOI: 10.1002/advs.201900290

A Chest-Laminated Ultrathin and Stretchable E-Tattoo for the Measurement of Electrocardiogram, Seismocardiogram, and Cardiac Time Intervals

Taewoo Ha, Jason Tran, Siyi Liu, Hongwoo Jang, Hyoyoung Jeong, Ruchika Mitbander, Heeyong Huh, Yitao Qiu, Jason Duong, Rebecca L. Wang, Pulin Wang, Animesh Tandon, Jayant Sirohi, and Nanshu Lu*
Supporting Information

A soft, noninvasive e-tattoo for the measurement of electrocardiogram, seismocardiogram, cardiac time intervals and for the estimation of beat-to-beat blood pressure

Taewoo Ha\textsuperscript{1}, Jason Tran\textsuperscript{2}, Siyi Liu\textsuperscript{2}, Hongwoo Jang\textsuperscript{3}, Hyoyoung Jeong\textsuperscript{1}, Ruchika Mitbander\textsuperscript{4}, Heeyong Huh\textsuperscript{5}, Yitao Qiu\textsuperscript{2}, Jason Duong\textsuperscript{4}, Rebecca L. Wang\textsuperscript{2}, Pulin Wang\textsuperscript{2}, Animesh Tandon\textsuperscript{6}, Jayant Sirohi\textsuperscript{2}, Nanshu Lu\textsuperscript{1,2,3,4,5*}

\textsuperscript{1} Department of Electrical and Computer Engineering, University of Texas at Austin, \textsuperscript{2} Department of Aerospace Engineering and Engineering Mechanics, University of Texas at Austin, \textsuperscript{3} Texas Materials Institute, University of Texas at Austin, \textsuperscript{4} Department of Biomedical Engineering, University of Texas at Austin, \textsuperscript{5} Department of Mechanical Engineering, University of Texas at Austin, \textsuperscript{6} Departments of Pediatrics, Radiology, and Biomedical Engineering, Division of Cardiology, University of Texas Southwestern Medical School, Children’s Medical Center Dallas.

* Corresponding author. Tel.:+1 512-471-4208, Email: nanshulu@utexas.edu, Address: 2501 Speedway, EER 7.614, Austin, TX 78712
**Supplementary Information**

Supplementary Note 1

Supplementary Materials

Supplementary Figure S1-S18

Supplementary Table S1-S3

**Supplementary Note S1: Correlation between HR, BP, and RAC**

Although HR and BP are sometimes related, their correlation is not generic and can be easily changed. Plotting data collected among the general population in the same chart shows that resting HR is positively proportional to SBP and DBP\(^1\). For individuals, a report by Polinski and co-authors concluded that the correlation between HR and BP over the course of a few days seems to be random although short-term correlation is observable \(^2\).

Regarding HR and RAC, Castro and colleagues observed a strong positive correlation between HR and RAC which were measured every two minutes in steady states after several continuous workloads \(^3\). In a similar experiment, Zhang *et al.* found that both HR and BP increased instantly after exercise, but the recovery rate of HR was slower than that of BP during the resting phase while RAC showed a significant negative correlation with BP for most subjects \(^4\). However, since exercise increases both HR and BP \(^5\), it is difficult to conclude whether BP is more correlated with HR or RAC.

To investigate the BP-HR and RAC-HR correlations, we list their Pearson correlation coefficients (R) obtained by our Valsalva maneuver experiments for comparison in Table S3. We find that even for the individual subject, HR does not show a meaningful correlation to either RAC or BP whereas we already know that RAC and BP exhibit a much stronger correlation as shown in Table 1. Figure S19 plots the RAC, BP and HR measured continuously before and after
two Valsalva maneuvers of two different subjects. For most subjects as represented by the two shown, HR dropped instantly to the baseline or even lower right after the Valsalva maneuver, which is known as the reflex bradycardia. In contrast, BP and RAC demonstrated much more gradual changes, which is agreeable to previous papers [6]. Based on our own results, we conclude that RAC rather than HR is correlated with BP.

References

Figure S1. Schematics of the cut-and-paste fabrication process of the FS PVDF strain sensor. After patterning the PVDF film from the transfer tape, the patterned PVDF is transferred to the Tegaderm (1-4). Two electrodes are required to collect charges from the top and bottom electrode of PVDF separately (5-6).
Figure S2. a) A photograph of a pet brush for patterning speckles on the chest. b) A photograph of 3D DIC method. A subject holding a calibration plate.
Figure S3. a-d) A periodic cycle of SCG envelope (S1-Valley-S2-Rest) and e-h) corresponding full-field 3D map.
Figure S4. A full-field out-of-plane displacement map at a) S1 and b) S2, derived from Subject 2 using 3D DIC method. Full-field out-of-plane displacement maps at S1/S2 within 16 seconds are averaged.
Figure S5. Measured signals by 3D DIC method (Raw, Filtered) and the accelerometer (Acc.) during a) breathing and b) holding breath. Laser displacement measurement during c) breathing and d) holding breath.
Figure S6. a) A representative stress-strain curve of a straight PVDF ribbon. b) A voltage follower circuit for piezoelectric sensors. c) The pattern of FS PVDF sensor with respect to the stretched direction and the transverse direction of PVDF sheet. d) A photograph of a serpentine-shaped PVDF ribbon under the tensile test and an illustration of the voltage compensation factor $f$. 
Figure S7. Dual-sensor based motion artifact cancellation with Tegaderm. a) A photograph of the dual FS PVDF sensing system (Tegaderm covered) attached on the chest of a subject. b) Filtered SCG signals and c) corresponding envelope signals recorded by upper and lower FS PVDF strain sensors and their subtraction result under rest/motion condition.
Figure S8. The fabrication process of the EMAC sensing tattoo.
Figure S9. The stretchability of the FS Au/PET and the FS PVDF. The FS Au/PET electrode ruptures before the FS PVDF.
Figure S10. Wigger’s diagram by DanielChangMD who revised original work of DestinyQx; Redrawn as SVG by xavax, 2012, via Wikimedia Commons. Used under a Creative Commons Attribution-Share Alike 4.0 International license.
Figure S11. Illustrations of the system for ECG and SCG acquisition and signal processing. a) System flow chart. ECG and SCG are collected by a signal acquisition module from a subject. Then, the collected signals are processed to calculate the interval between R peak of ECG and AC peak of SCG. b) Custom circuits for ECG measurement. c) Noise reduction and peak detection algorithm flow chart.
Figure S12. Collected and filtered signals from an EMAC sensing tattoo and an accelerometer on the chest. a) Raw ECG signal measured by a Au/PET sensor. b) ECG Signal filtered with 2-40Hz, 4th order Butterworth bandpass filter. c) Raw SCG measured by a FS PVDF sensor (SCG-PVDF). d) SCG-PVDF signal filtered with 12-40Hz, 4th order Butterworth bandpass filter. e) Raw SCG signal measured by an ADXL-335 accelerometer (SCG-ACC). f) SCG-ACC signal filtered with 12-40Hz, 4th order Butterworth bandpass filter.
Figure S13. RAC interval detection. a) Normalized ECG signal. Black dots indicate R peaks of ECG. b) Normalized SCG signal. Black dots indicate S1 and S2 peaks of SCG. c) Normalized, S1-padded SCG signal. Gray dots indicate S2 peaks of SCG only. AC peaks can be detected based on the location of S2 peaks.
Figure S14. Averaged ECG and SCG signals over 5 heartbeats. Navy color and Red color represent averaged ECG and SCG signals over 5 heartbeats, respectively. Blue colored line represents the envelope of the averaged SCG signal.
Figure S15. Entire ECG, SCG, and PPG signals collected from both EMAC sensing tattoo and SOMNOtouch™ NIBP during the Valsalva maneuver experiment.
Figure S16. a) SBP/DBP vs RAC correlation chart and its Pearson correlation coefficient (R) from the first experiment of each subject. Red line represents the fitting curve, $y = ax + b$. Fitting parameters of each subject were decided from the chart. R is Pearson’s correlation coefficient. b) Comparison between SBP(DBP) measured by SOMNO NIBP and EMAC sensing patch. Estimated SBP/DBP was calculated as a function of the mean RAC of the second experiment with the fitting parameters of the first experiment.
Figure S17. a) SBP/DBP and RAC correlation chart among four different subjects. b) SBP/DBP and RAC correlation of all subjects.
Figure S18 Synchronously measured HR, BP and RAC during the Valsalva maneuver experiment. Some points were omitted because of the motion artifact.
<table>
<thead>
<tr>
<th></th>
<th>Datasheet</th>
<th>Measured Value</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>In-plane stiffness</strong> $C_{11}$ (GPa)</td>
<td>2 – 4</td>
<td>3.6</td>
</tr>
<tr>
<td><strong>Capacitance per area</strong> (pF/cm²)</td>
<td>380</td>
<td>324</td>
</tr>
<tr>
<td><strong>Out of plane relative permittivity</strong></td>
<td>12 – 13</td>
<td>10.2</td>
</tr>
<tr>
<td><strong>Piezo strain constant</strong> $d_{31}$ (pC/N)</td>
<td>23</td>
<td>10</td>
</tr>
<tr>
<td><strong>Voltage per μ-strain</strong> (mV)</td>
<td>12</td>
<td>11.1</td>
</tr>
</tbody>
</table>

Table S1. Comparison between the data sheet and actual measurement of piezofilm.
<table>
<thead>
<tr>
<th>Subject</th>
<th>HR,RAC</th>
<th>HR,SBP</th>
<th>HR,DBP</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sub1</td>
<td>-0.685</td>
<td>0.743</td>
<td>0.853</td>
</tr>
<tr>
<td>Sub2</td>
<td>0.235</td>
<td>0.240</td>
<td>0.104</td>
</tr>
<tr>
<td>Sub3</td>
<td>-0.404</td>
<td>0.466</td>
<td>0.322</td>
</tr>
<tr>
<td>Sub4</td>
<td>-0.328</td>
<td>0.404</td>
<td>0.347</td>
</tr>
<tr>
<td>Average</td>
<td>-0.296</td>
<td>0.463</td>
<td>0.407</td>
</tr>
</tbody>
</table>

Table S2. Association among HR, BP and RAC based on Pearson’s correlation coefficient.
Table S3. Physical and cardiovascular parameters of subjects at normal state.

<table>
<thead>
<tr>
<th>Subject</th>
<th>SBP (mmHg)</th>
<th>DBP (mmHg)</th>
<th>HR (bpm)</th>
<th>Age</th>
<th>Height (cm)</th>
<th>Weight (kg)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sub1</td>
<td>119</td>
<td>80</td>
<td>74</td>
<td>28</td>
<td>177</td>
<td>79</td>
</tr>
<tr>
<td>Sub2</td>
<td>117</td>
<td>72</td>
<td>70</td>
<td>28</td>
<td>180</td>
<td>75</td>
</tr>
<tr>
<td>Sub3</td>
<td>127</td>
<td>78</td>
<td>85</td>
<td>34</td>
<td>183</td>
<td>81</td>
</tr>
<tr>
<td>Sub4</td>
<td>129</td>
<td>74</td>
<td>66</td>
<td>23</td>
<td>185</td>
<td>72</td>
</tr>
<tr>
<td><strong>Average</strong></td>
<td><strong>123</strong></td>
<td><strong>76</strong></td>
<td><strong>73.75</strong></td>
<td><strong>28.25</strong></td>
<td><strong>181.25</strong></td>
<td><strong>76.75</strong></td>
</tr>
</tbody>
</table>